Cold Welding in a Trapeziometacarpal Ball and Socket Prosthesis: A Case Report.
While in revision hip surgery it has been described cold welding of the femoral component in titanium implants, no previous reports have been published in TMC prosthesis. We present a case report of a patient who sustained a TMC ARPE® dislocation 11 months after surgery and during revision surgery, cold welding of the neck with the metacarpal stem was observed. This may represent a problem when revising this prosthesis and alternative procedures should be advised and discussed with the patient when revising these implants.